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730L LV.House UltraDressing® Directions

Single Use Only—Fits Either Hand Note:

Using hand measurement chart, measure patient’s It is important that
hand knuckle to knuckle between 1st & 4th finger to the looped tubing is
find the size. covered by the dome

to prevent accidental
snagging of the loop
and catheter hub. This

also prevents bending
1.Following IV insertion, tape the loop of tubing small and occlusion. Covering

enough to fit entirely inside the inner curve of the dome.  poth the hub and the
2. Position the plastic dome over the looped tubing and looped tubing virtually

catheter hub (round edge of dome towards fingertips).  eliminates catheter

Wrap fabric snugly around palm, securing with Velcro?  manipulation.
3.Release the Velcro tab to inspect the |V site according

Right hand: Slip thumb through thumbhole closest to dome.
Left hand: Slip thumb through thumbhole farthest
from dome.

to your nursing practice guidelines. -
4.Change the L.V. House UltraDressing for each \
new 1V insertion or if soiled. @-\

Puppy Sticker )
Remove the crack and peel backing from
the puppy sticker and apply the sticker to

the dome. E E
Tell the patient that the puppy likes to . mmgzggg:;::x

sleep on the “house” and to leave her alone. E
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